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Background
Mathematical models have proved useful in studying the
pressure-volume compensation of patients suffering from
hydrocephalus, a condition caused by excessive accumu-
lation of cerebrospinal fluid (CSF) in the brain. A stand-
ard approach to managing hydrocephalus is through
implantation of a shunt. Two important issues in mathe-
matical research on hydrocephalus remain unaddressed--
the effect of noise on the nonlinear CSF dynamics and the
optimal shunt design for managing hydrocephalus.
Materials and methods
Natural physical analogies between CSF compensation
and an electrical circuit lead to a nonlinear differential
equation describing the nature of pressure-volume com-
pensation in CSF dynamics. Physiological measurements
of intracranial pressure (ICP) using a constant rate infu-
sion test shows deviations from the deterministic differen-
tial equation due to fluctuations caused by noise. These
fluctuations raise two fundamental research problems--
modelling the effect of noise on CSF dynamics and esti-
mating the resulting model. Furthermore, to improve
shunt design, we need an optimal controller that takes the
nonlinear dynamics of CSF dynamics into account.
Results
Visual examination of the noise pattern in the data shows
that a Markov process driven by Brownian motion can
capture the effects of fluctuations. Such a Markov process
finds its mathematical representation in a nonlinear sto-
chastic differential equation (SDE). We solve this nonlin-
ear SDE and estimate its parameters through a Kalman
filter. We use techniques of modern nonlinear control the-
ory to derive a controller that will keep the patient's ICP at
an ideal target level. Theoretically, such a controller can be
used to significantly improve existing shunt design.
Conclusion
We offer the following methodology to advance the state
of the art in hydrocephalus research--a nonlinear stochas-
tic differential equation to facilitate theoretical analysis of
shunting in hydrocephalus by capturing CSF dynamics
more realistically than before, an estimation method
based on a sophisticated Kalman filter and an optimal
nonlinear controller to stabilize and maintain the
patient's ICP at any desired target level.
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